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Abstract. This study was performed in order to select a proper fibre for the 
application of a distributed temperature sensing system within a hot geothermal well 
in Iceland. Commercially available high temperature graded index fibres have been 
tested under in-situ temperature conditions. Experiments have been performed with 
four different polyimide coated fibres, a fibre with an aluminum coating and a fibre with 
a gold coating. To select a fibre, the relationship between attenuation, temperature, 
and time has been analyzed together with SEM micrographs. On the basis of these 
experiments, polyimide fibres have been chosen for utilisation. Further tests in ambient 
and inert atmosphere have been conducted with two polyimide coated fibres to set an 
operating temperature limit for these fibres. SEM micrographs, together with coating 
colour changes have been used to characterize the high temperature performance of 
the fibres. 

A novel cable design has been developed, a deployment strategy has been worked out 
and a suitable well for deployment has been selected. 
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1. Introduction 

Temperature is a key parameter to understanding fundamental processes within a well- 
bore. Transient temperatures help characterize geothermal reservoirs and design a strat- 
egy for the use of a geothermal field and a sustainable production of energy. 
In the past two decades, distributed temperature sensing (DTS) based on Raman Scat- 
tering has increasingly been used for wellbore applications [U [2j [3] . Quasi-continuous 
temperature profiles can be measured in boreholes by using an optical fibre as sensing 
element. Since no electronics have to be lowered downhole, DTS is especially suited for 
high temperature applications. 

Measuring at high temperatures becomes increasingly important with accessing uncon- 
ventional oil and gas resources or geothermal reservoirs. For the oil and gas industry, 
maximum well temperatures can be as high as 340°C [3]. In conventional hot geother- 
mal wells, e.g. in high-enthalpy areas in Iceland, temperatures up to 350-380°C can be 
reached [5]. In order to increase the energy output from a single geothermal well by an 
order of magnitude, current research activities aim at producing geothermal fluids with 
temperatures up to 550-600°C from depths of about 4-5 km [HI U\. 
In hydrogen rich environments, optical properties of fibres degrade rapidly due to hy- 
drogen ingression and hydroxyl formation jH El E] . Hydrogen ingression and subsequent 
hydroxyl formation causes strong absorption peaks at relevant wavelengths [TQj [TTJ [4] . 
Increasing differential attenuation between the Stokes and Anti-Stokes band skews tem- 
perature measurements over time Furthermore, the ingression of hydrogen can lead 
to a total transmission loss for the optical fibre. To reduce the ingression of hydrogen 
and the subsequent formation of hydroxyl within the interstices of the silica, hermetic 
carbon coatings have been used as a hydrogen diffusion barrier. Hydrogen diffusion 
through carbon coatings, however, can be detected at temperatures above 100°C [12J. 
Recently, pure silica core fibres have been shown to be well suited for application in 
hydrogen rich environments [T3] . 

Using conventional DTS units, the influence of hydrogen on the measured tempera- 
tures can be reduced using an experimental set-up where both ends of the fibre can 
be accessed. Averaging measurements from both ends alleviates the problem of skewed 
temperature measurements. Another means to mitigate the effect of hydrogen onto 
measured temperatures is the dual laser principle where measurements from two differ- 
ent incident wavelengths are used [TJl [T5] . If only one end of the fibre can be accessed, 
the dual laser principle can be used to account for wavelength dependent changes along 
the attenuation profile. 

For high temperature applications (< 300°C), polyimide coated fibres are widely used in 
wellbore applications. Higher temperatures can be measured with metal coated fibres, 
but it is well known that these fibres have high attenuation values at low temperatures 
[16J. A further drawback of aluminum coated fibres is additional hydroxyl absorption 
that can be observed at temperatures of 400° C [TTJ . 

This work has been performed within the framework of the HiTI Project (High 
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Temperature Instruments for geophysical reservoir characterization and exploitation) 
in order to test the applicability of fibre optic temperature measurements at temper- 
atures above 300°C within a hot geothermal well. HiTI aims to provide geophysical 
and geochemical sensors and methods for the evaluation of deep geothermal wells up to 
supercritical conditions of water. Up to now, DTS measurements in geothermal wells 
are documented up to temperatures of 275°C for a duration of a few hours [18J. 
In order to select a proper fibre for deployment, different commercially available graded 
index fibres have been tested at temperatures up to 400° C within a three zone tube 
furnace under laboratory conditions. 

Optical attenuation levels have to remain sufficiently low to allow for fibre optic mea- 
surements in wellbore applications. Most available DTS systems have an optical budget 
of ~ 20 dB. Different fibre optic measurement techniques, however, have an even smaller 
budget. With wells being several kilometers deep, attenuation characteristics have to 
be rather favorable. Four polyimide coated fibres as well as two metal coated fibres 
have been tested with focus on additional loss levels of the Stokes signal of a 1064 nm 
laser. Among the polyimide fibres, a fibre with an additional hermetic carbon coating 
has been tested. Although the ingression of hydrogen, is likely to occur, as the coating 
material and the ambient atmosphere might act as sources of hydrogen, this study is 
focused on microbending losses during temperature cycling experiments. The contribu- 
tion of hydrogen and hydroxyl to the additional loss level, is assumed to be negligible 
compared to microbending losses due to thermal stress applied to the fibres. 
After selecting a fibre, further experiments have been conducted to set an operating 
limit, an important parameter for the selection of a proper well for deployment. 



2. Experiments 

Two different sets of experiments have been conducted. First, temperature cycling 
experiments have been used to select a fibre for deployment. Second, the selected fibres 
have been heated in ambient air and inert atmosphere at temperatures of 250°C, 300°C 
and 350° C for a period of approximately 200 h. SEM micrographs have been used to 
characterize the performance of the fibres at high temperatures. An attempt was made 
to use colour changes to estimate the state of degradation and therewith additional loss 
characteristics of the optical fibre. 

All tests have been performed with 50/125 /zm graded index multimode fibres. 



2.1. Attenuation changes during temperature cycling 

In order to characterize the different fibres, samples of the fibres have been heated in 
ambient air within a Carbolite® three zone tube furnace (TZF) (Figure 1(a)). The 
samples were rolled and fitted into the tube with a minimum bending diameter of 4.5 
cm. A thin sheet of rock wool has been used to separate the fibres from the ceramic 
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(a) Attenuation measurements. 



(b) Heating the fibres in ambient air 
and inert atmosphere. 



Figure 1. (a) Experimental set up for the attenuation measurements. Fibres were 



spliced to a 500 m launch cable (Section 2.1 1, (b) Experimental set up for heating the 



fibres in ambient air and inert atmosphere. Small tubes were heated within the TZF 
and argon was flushed continuously through one of the tubes during heating (Section 
2.2). A Pt-25 was used as reference temperature sensor. 



Table 1. List of tested fibres with respective coating diameters. The maximum 
operating temperature range (manufacturer specification), the maximum temperature 
during heating and cooling periods as well as the number of heating and cooling cycles 
and the total testing time is listed for each fibre. Sample 4 has an additional carbon 
layer to reduce hydrogen ingression. 



Sample Coating 

(Diameter (/im)) 



T.-Range Max.-T. 

(°C) (°C) 



Cycles Time 
(h) 



1 Polyimide (145) 

2 Polyimide (145) 

3 Polyimide (155) 

4 Polyimide/Carbon (155) 

5 Aluminum (155) 

6 Gold (155) 



-90 - 385 
-90 - 385 
-65 - 300 
-65 - 300 
-269 - 400 
-269 - 700 



385 
385 
300 
300 
400 
400 



190 
190 
130 
130 
180 
180 



wall of the TZF. All samples were spliced to a 500 m launch cable. Attenuation data 
was calculated from the backscattered Stokes signal of a 1064 nm laser. Data has been 
acquired using a DTS-800 system from Sensa. 

Tabled] lists test conditions for different fibres that have been tested within the first set of 
experiments. Sample lengths have been 20 m for all fibres except the gold fibre (10 m). 
Temperature cycling has been used to simulate conditions for a wellbore cable that 
will be subjected to repeated temperature changes, e.g. during logging or well testing 
operations. To simulate downhole temperature conditions, temperatures were increased 
for samples 1 to 6 until the maximum testing temperature was reached. Afterwards, 
the fibres were cooled down to temperatures below 100°C. Subsequently, fibres 1, 2, 5 
and 6 were heated and cooled, again, with a very brief high temperature period for the 
last cycle. 
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2.2. Heating in inert atmosphere and air 

Polyimide fibres were selected for deployment, on the basis of these experiments. To 
test the performance of a fibre with an additional carbon layer beneath the coating, and 
to compare it to a fibre with an ordinary polyimide coating, samples 1 and 4 have been 
selected for further testing. Samples of 1 m length were heated at constant temperatures 
of 250°C for 190 h, 300°C for 269 h and 350°C for 216 h, to set an operating limit for 
these fibres. A sample of each fibre was heated in ambient air and a second one was 



heated in an argon atmosphere (Figure 1(b)). Each sample was placed in a stainless 



steel loose tube with an outer diameter of 2 mm and a wall thickness of 0.2 mm. The 
tubes were placed in the centre of the TZF and one of the tubes was continuously flushed 
with Argon 5.0. 

The effect of argon flow on temperature readings along the fibre is negligible. In order 
to test this, a 20 m section of a several hundred meter long fibre optic cable was placed 
in an oven. The temperature difference between inside and outside the oven was 100°C. 
Flushing the cable with argon did not change measured DTS temperatures along the 
fibre. 

SEM micrographs and coating colour changes have been analysed to estimate the state 
of degradation. In order to quantify colour changes, high resolution digital photographs 
have been taken using a Nikon D3 camera. The samples have been illuminated using 
an Osram Dulux L 18W/12 Lumilux Deluxe Daylight lamp (5400K). 

3. Results 

3.1. Attenuation changes during temperature cycling 

In Figure 2, additional loss versus temperature is shown for the polyimide fibres (samples 
1-4). For sample 2, three complete cycles could be measured, whereas only one could 



be measured for sample 1 due to an early fibre break (Figure 2(a)). During the first 
heating period, attenuation levels stayed rather constant, except for a greater variation 
around 275°C. Here, temperature was held constant for a period of 60 h. During the 
period of constant temperature at 375°C, attenuation increased irreversibly. During 
cooling attenuation levels increased reversibly, as attenuation values decreased during 
subsequent heating. This behavior was observed for all of the three heating and cooling 
cycles. Reversible attenuation changes occur during heating and cooling; irreversible 
attenuation changes occur during the 375°C periods. The slope of the reversible 
attenuation changes increased in subsequent temperature cycles. 



Samples 3 and 4 were tested up to 300°C (Figure 2(b) ). Only one temperature cycle was 
performed. The fibre samples were held at elevated temperature for more than 120 h. 
Attenuation values remained constant for sample 3 and decreased at this temperature for 



sample 4 (Figure 3(a)). During cooling, attenuation values rose for both fibres (Figure 



2(b)] ). The slope of this increase was ten times lower than the slope observed for fibres 



1 and 2. Taking the fibres out of the TZF, the fibre rolls remained in an oval shape and 
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100 200 300 400 100 200 300 400 

Temperature (°C) Temperature (°C) 

(a) Samples 1 and 2. (b) Samples 3 and 4. 



Figure 2. Additional loss vs. temperature for fibre samples 1-4. Arrows indicate 
the evolution in time. Individual heating and cooling cycles are labeled with Roman 
numbers. Fibre sample 1 broke at the beginning of the second cycle (a). For samples 
3 and 4, a single temperatur cycle is displayed (b). Data acquisition started at the end 
of the heating phase. Note the different scales on the abscissa. 




40 80 120 160 

Time @ 300°C (h) 

(a) Loss at 300° C. (b) Samples 3 and 4 after heating. 



Figure 3. (a) Additional loss vs. time at 300°C for fibre samples 3 and 4. Attenuation 
values slowly decrease for sample 4. (b) Picture of fibres after heating. 



got stuck to each other (Figure 3(b) ). 

As examples for metal coatings, results for samples 5 and 6 are shown in Figure |4| 
The plots show basically two regions. Low temperature region 2 has high attenuation 
values, high temperature region 1 has low attenuation values. During temperature 
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(a) Aluminum. 
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(b) Gold. 
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Figure 4. Additional loss vs. temperature for fibre sample 5 (a) and 6 (b). Arrows 
indicate the evolution in time. Individual heating and cooling cycles are displayed 
separately on top. 



cycling, elevated attenuation values decreased at approximately 300°C during the 
heating periods. During cooling, attenuation stayed constant until a temperature of 
approximately 200°C (Transition Region 1 - Region 2) was reached. Further cooling 
led to an increase in attenuation values (Region 2). This increase was reversible, 
and attenuation values decreased during the next heating period, again. Generally, 
a decrease in attenuation was observed for every heating period. Nevertheless, this 
decrease was observed at a higher temperature compared to the increase during cooling 
periods. 

The overall temperature-attenuation behavior is similar for both fibres. Initial 
attenuation was low for the aluminum fibre, however, whereas it was high for the gold 
fibre. Lowest attenuation levels for the gold fibre were measured after the third heating 
period. Absolute additional loss values are approximately doubled for the aluminum in 
comparison to the gold coated fibre. 

3.2. Heating in inert atmosphere and air 

Figure [5] shows SEM micrographs of fibre samples 1 and 4 heated at different 
temperatures in ambient air and argon atmosphere. SEM micrographs of the fibres 
clearly show an increase in size and frequency of surface depressions with temperature. 
Furthermore, depressions increase both in size and frequency in ambient air, compared 
to fibres heated in argon atmosphere. The depressions were not evenly distributed along 
the fibre. Sample 4 developed fewer and smaller depressions compared to sample 1. 
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Figure 5. SEM micrographs from fibres 1 and 4. Samples were heated at constant 
temperature. The scale bar in the lower right corner indicates 40 fim for all pictures 
except (i) and (k) where it is 500 fj,m. (a)-(d): 250°C, 190 h; (e)-(h): 300°C, 269 h; 
(i)-(l): 350°C, 216 h. 



3.2.1. Colour Changes Due to degradation, the cladding was partly exposed for 
samples heated at 350°C For each fibre, three representative areas where the coating 
was still covering the cladding have been used to determine a sRGB value for the coating 
colour. These values have been converted to the CIE 1976 L*a*b* colour space [19] using 
a CIE 1931 - 2° standard colorimetric observer. The L* axis represents colours from 
black to white, a* represents green to red and b* blue to yellow. Averages and standard 
deviations of the colours has been calculated for each fibre from the recorded digital 
photographs. The colour difference along a single axis has been calculated as the norm 
AL* = \L* — L* R \, Aa* = \a* — a* R \ and Ab* = \b* — b* R \, respectively. The subscript R 
denotes the reference sample. Total colour differences AE* b have been calculated as the 
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Figure 6. Colour change A£?* b for sample 1 and 4. Non heated fibre samples have 
been used as reference. 



Euclidean distance within the L*a*b* space according to equation [T] 

AE* ab = v^AL*) 2 + (Aa*) 2 + (A6*) 2 (1) 

The calculations are based on colorimetry and the results are therefore illuminant- 
dependent. In order to compare absolute values of colour differences, measurement 
conditions have to be identical. 

Colour changes were observed for all fibres that have been heated (Figure [6]). Different 
fibres show different colour changes with temperature and atmosphere. The colour 
remains similar, however, for the samples heated at 250°C and 300°C AE* b values stay 
below 10 compared to the reference fibre. At 350°C colour changes considerably for all 
fibres and AE* b increases to more than 10. 

Initially, polyimide fibres have a light yellow colour. The additional carbon layer beneath 
the polyimide coating of sample 4 causes a dark, greenish appearance of this fibre. After 
heating, the colour appearance did not change for sample 4 as much as for the light yellow 
sample 1 without the carbon layer. The difference at 350°C in comparison to the colour 
changes at 300° C is large for fibre sample 1, whereas it appears to be small for sample 4. 



4. Discussion 



4-1. Attenuation changes during temperature cycling 



Polyimide coated fibres At elevated temperatures, additional loss for samples 1 and 2 
shows an irreversible increase in attenuation levels (Figure 2(a) ). This is in good agree- 
ment with the fact that polyimide coatings suffer from curing, thermal, thermoxidative 
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and moisture induced degradation at elevated temperatures [201 EI] • Degradation rates 
increase with increasing temperature. The material looses plasticity and stress onto 
the silica structure of core and cladding increase irreversibly. Hence, microbending loss 
increases attenuation levels [I]. 

During cooling periods, attenuation changes reversibly. After initial heating at elevated 
temperatures, a more rigid coating and different coefficients of thermal expansion (CTE) 
cause an increase of stress onto the silica during cooling. Depending on the chemical 
composition, the CTE for polyimide (e.g. 34 * 10~ 6 /if (30-400°C) [22J) is roughly one 
to two orders of magnitude larger than the CTE of silica (0.5 * 10~ 6 /K |23j). This 
effect is reversible, and stress is released during subsequent heating cycles. The slope of 
the reversible attenuation changes during subsequent temperature cycles increases with 
reduced elasticity of the coating material. 

Due to considerably increased degradation rates at temperatures above 300°C, attenu- 
ation values increase irreversibly for samples 1 and 2. At constant temperatures around 
300°C, attenuation stays constant for sample 3, and decreases for sample 4 (Figure 3(a) ). 
Although the oval shape of the fibre roll and the adherence indicate a degradation of the 
coating material (Figure 3(b) ), irreversible attenuation changes have not been observed 
at this temperature. Attenuation changes during cooling indicate a rigidification of the 
polyimide coating at 300°C. 



Metal-coated fibres Metal-coated fibres show high loss values at temperatures below 
200°C (Region 2, Figure [ij and low attenuation at temperatures above 200°C (Re- 
gion 1). Accelerated plastic deformation of the metal at temperatures above 200°C and 
annealing of microbends reduce the attenuation levels in region 1. Plastic deformation 
is caused by recrystallization processes within the metal and leads to a reduction of 
residual stresses within the coating. In region 2, slow plastic deformation processes and 
different coefficients of thermal expansion between silica and metal cause a significant 
increase in attenuation [16]. The transition between Region 1 and 2 was determined to 
start below 200° C during cooling. This is in good agreement with results shown in [16] 
for the aluminum coating, whereas it is about 50° C higher for the gold coating. 
The reduction of additional loss during heating was observed to be at a higher tem- 
perature as the loss increase during cooling. Since it was not possible to actively cool 
down the TZF, temperature decrease during cooling took much longer than temper- 
ature increase during heating. Thus, the decrease in attenuation during heating was 
delayed and the transition would have most probably occurred at similar temperatures 
compared to the cooling phase. 

An increase of more than 20 dB/km was observed for the tested wavelength in region 1. 
Absolute additional loss values are almost doubled for aluminum in comparison to gold 
coated fibres. This is in good agreement with the CTE difference of the materials (Gold: 
14.9 * 10~ 6 /fsT, Aluminum: 26.4 * 10~ 6 /K (0-400°C) [24J). As the coating diameter is 
similar for both fibres, absolute additional loss values are mainly influenced by the CTE. 
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The higher the CTE, the more microbending occurs and attenuation increases. Differ- 
ent initial attenuation values might be explained by a different mechanical and thermal 
stress history, different drawing techniques and different elastic properties of gold in 
comparison to aluminum. 

The small bending diameter of 4.5 cm increased microbending effects and absolute loss 
values are certainly larger than values acquired for fibres heated with a larger bending 
diameter. Furthermore, the small length of the samples adds an error to the absolute 
loss values. The general tendency, however, should be similar. 



4-2. Heating in inert atmosphere and air 

The SEM micrographs show large differences for fibres heated in ambient air and argon 
atmosphere (Figure [5]). Fibres heated in argon atmosphere show less signs of degradation 
as the fibre samples heated in ambient air. Thermooxidative and moisture induced 
degradation are unlikely to occur due to the low oxygen and moisture content within 
the flushed tubes. Thermal degradation and curing reactions remain as the most relevant 



degradation mechanisms (see Section 4.1) 



Morphological and colour changes were observed to increase with temperature for all 
samples. This is in good agreement with increasing degradation rates at elevated 
temperatures (20J, [21] . 

Heated in argon atmosphere, sample 4 shows fewer and smaller depressions on the surface 
after the 350°C period. Differences in the chemical composition and thickness of the 
polyimide material might cause this phenomenon. Depressions, however, were not evenly 
distributed. Either a larger volume would need to be analyzed or themogravimetric 
measurements would need to be done in order to quantify differences in the volume 
change and differences in weight due to heating. 

4-2.1. Colour Changes Observing colour changes is a quick and inexpensive means 
to approximate the state of degradation of the polyimide coating material. For fibres 
heated at temperatures up to 300°C, an irreversible increase in attenuation levels has 



not been observed (Section 3.1) and colour changes remain below AE* b rj 10 (Figure 
[6]). For fibre samples heated at temperatures up to 350°C, colour changes of Ai?* b > 10 
have been observed. Attenuation measurements for samples 1 and 2 heated up to 375°C 
for a much shorter period of time, show an irreversible increase in loss characteristics. 
The increase of Ai?* b seems to correlate with the transition of reversible to irreversible 
attenuation changes. A more detailed analysis including simultaneous measurements of 
additional loss and colour changes would need to be done to define appropriate threshold 
values for every fibre. 

The additional carbon layer of sample 4 adds difficulty to this simple approach. For 
sample 1, the colour of the fibre is only determined by the colour of the polyimide 
material. For sample 4, the colour appears darker due to the underlying black 
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carbon layer. As stated earlier, the polyimide layer degrades at elevated temperature. 
Eventually, it exposes the underlying cladding in the case of sample 1 or the underlying 
carbon coating for sample 4. If it comes into contact with air at elevated temperatures, 
the carbon coating degrades as well. Loss of the black carbon coating significantly 
increases calculated colour changes for sample 4. Since only areas of the samples, 
where the polyimide coating covers the fibre, have been considered, this effect should 
be negligible. 

5. Conclusion and Outlook 

For high temperature applications, the selection of a proper fibre is essential for a 
successful and long-lasting installation of the sensing cable. Therefore, different fibres 
have been tested in order to select a suitable fibre for the deployment in the harsh 
environment of a geothermal well. 

One of the limitations for measuring temperatures over distances of several kilometers 
is the optical budget of the surface readout unit. For most units available today, this 
budget is about 20-25 dB. For fibres having high attenuation values, the optical budget 
limits the deployable length. Attenuation values higher than a few dB/km are not 
tolerated for wellbore applications with sensor lengths of several kilometers. Due to the 
high attenuation values at low temperatures, the tested metal coated fibres cannot be 
used for DTS in wellbore applications. Thus, polyimide fibres have been chosen despite 
their limited operating temperature range in comparison with metal coated fibres. To 
test the performance of a carbon coated fibre that reduces the hydrogen ingression 
within the hostile environment of a geothermal well, tests with sample 4 and reference 
sample 1 have been conducted. To keep attenuation at moderate levels, degradation of 
the coating material has to be minimized. 

Further testing has been done in order to select an operating limit for the selected 
polyimide fibres. If a polyimide fibre is heated in inert atmosphere, degradation of 
the coating material, especially thermooxidative and moisture induced degradation, can 
be greatly reduced. Although 350° C is close to the glass transition temperature of 
polyimide, utilization at these temperatures might be possible for an extended period 
of time. Sample 4, in particular, might be suitable for a deployment at temperatures 
close to 350°C. 

The results for AE* b show that colour changes might be used to indicate irreversible 
attenuation changes at temperatures above 300°C. An appropriate threshold value, 
however, would need to be determined for every fibre. 

Based on these results, a wellbore cable has been designed, fibre 4 has been incorporated 
and first measurements under in-situ conditions within a geothermal well in Iceland 
have been performed. Results of long term monitoring will be analyzed with regard to 
reversible and irreversible attenuation changes. If the optical properties degrade such 
that loss characteristic do not allow for DTS measurements but the additional loss is 
reversible, DTS measurements will be possible as soon as the temperature rises, again. 
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If the loss is irreversible, the fibre is lost for further DTS measurements. 
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